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PNEUMATIC ARTIFICIAL HEART DRIVING SYSTEM PROVIDING QUASI-STEADY- 


STATE REGULATION AND PRESSURE WAVEFORM CONTROL 
by John A. Webb, Jr., Michael J. Crosby, and Miles O. Dustin 

Lewis Research Center 

SUMMARY 

The design of an artificial heart control system for reproducing the pumping and 
flow regulating functions of the natural heart is presented. The quasi-steady-state reg- 
ulatory characteristics of the natural heart can be reproduced in an artificial heart by 
using feedback control. The control system is also capable of duplicating the pressure 
waveforms of the natural heart by using a specially designed pneumatic servovalve. Any 
drift in the average position of the artificial pumping chamber is minimized by control- 
ling the level of the pressure waveform with a position feedback signal. An analog com- 
puter is used to provide feedback flexibility and monitoring capabilities for research 
investigations. 

This report includes a physiological section to support the control concepts used for 
the control system design. 

A color motion picture entitled ”An Artificial Heart Control System” is available 
from NASA Lewis Research Center for further description of the control system. Its 
identifying number is C247. 


INTRODUCTION 

Nearly three quarters of a million Americans die annually of circulatory system 
disease (ref. 1). Many of these people are under 50 years of age. A significant propor- 
tion of these could be helped by a suitable total replacement artificial heart. Since the 
late 1950’s researchers have been able to build devices for pumping blood in experimen- 
tal animals after the removal of the natural heart. These devices have kept animals 
alive for a few hours. In the early devices electric motors and electric solenoids were 
used to compress plastic pumping chambers (ref. 2). Some of this early artificial heart 



development was conducted at the Cleveland Clinic, Cleveland, Ohio, under the direc- 
tion of Dr. Willem J. Kolff. 

Discussions of the weight, reliability, and heat rejection problems of these early 
hearts were held between Clinic physicians, NASA, and other Cleveland area engineers. 
During these discussions it was determined that compressed air would have certain ad- 
vantages as an energy transmission medium. It was subsequently demonstrated by the 
Clinic personnel that pneumatically driven hearts had significant weight and reliability 
advantages. As the control problems of these pneumatic hearts became important, a 
cooperative program of technical assistance developed between the Cleveland Clinic and 
NASA Lewis Research Center. This cooperative program continues under the NASA 
Technology Utilization Program. 

Currently, the problems of providing the control complexity necessary for the rea- 
sonable support of blood flow, of building power supplies and driving mechanisms small 
enough to be implatable, and of developing heart materials and configurations that will 
pump blood atraumatically for years are difficult problems yet to be solved. The driv- 
ing system described in this report was developed to solve the first of these problems, 
which is determining the degree of control complexity necessary for an artificial heart. 
The approach was to build a control system having greater than necessary flexibility, re- 
liability, accuracy, and speed of response to be used as a research tool for controlling 
pneumatic sac-type hearts. 

This report contains a review of circulatory physiology, the control concepts gener- 
ated from this physiology, the artificial heart control system design, and the results ob- 
tained with this system. 


HUMAN CIRCULATORY SYSTEM PHYSIOLOGY 

To appreciate the function to be performed by the artificial heart, consider the ac- 
tion of the normal heart indicated in figure 1 . Carbon dioxide laden blood returns to the 
right atrium of the heart from the systemic circulation of the head, trunk, and upper and 
lower extremities at an average venous pressure of 0.0 millimeter of mercury gage 
(mm Hg gage)(0.0 N/cm gage). The right ventricle pumps this blood into the lungs at 
an average pressure of 15 mm Hg gage (0.20 N/cm gage) where a mass transfer of car- 
bon dioxide for oxygen takes place through the alveoli membranes. It is important to 
note that the proper partial pressures must exist in the pulmonary circulation to promote 
this mass transfer at a normal physiological rate. 

Freshly oxygenated blood is then returned to the left atrium of the heart at an aver- 
age pulmonary venous pressure of about 5 mm Hg gage (0.07 N/cm^ gage). The left ven- 
tricle pumps this blood back into the systemic circulation at an average pressure of 
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100 mm Hg gage (1.33 N/cm gage). This pressure is also important since the systemic 
circulation needs the proper partial pressures to allow oxygen transfer to the tissue 
through the capillary membranes while tissue waste products are being transferred into 
the blood for removal by the kidneys or lungs. 

The instantaneous pressures for the right and left ventricles are also shown in fig- 
ure 1. The aortic and pulmonary artery pressures are superimposed on the ventricular 
pressure curve to indicate outflow valve opening and closure. During the filling cycle of 
the heart or diastole the arterial pressure decay is a function of the arterial capacitance 
and systemic resistance. During systole (ejection) the arterial pressure equals the ven- 
tricular pressure minus the pressure drop across the outflow valve (normally a small 
value since the outflow valve is open). 

The average flow rate of blood through the body^s circulation is about 5,3 liters per 
minute (88 cm^/sec) during resto This flow rate will vary with changing body require- 
ments. The mechanism by which the heart responds to these changing demands is a re- 
sult of complex physiological interactions between central nervous, endocrine, and vas- 
cular systems which are not completely understood (ref. 1). Certain aspects of these in- 
teractions can be graphically interpreted from experimental results as shown in figure 2, 
which is taken from reference 3, Animal experiments were used to obtain these data 
which are scaled to magnitudes of flow and pressure comparable to normal human values. 

The venous return curve of figure 2 is found by manipulating average atrial pressure 
and measuring the average flow entering the atrium from the veins. This curve is the 
flow characteristic of the veins in response to a given load pressure at the atrium. The 
intercept at zero cardiac output indicates the mean systemic pressure. The slope of 
this curve is determined by systemic resistance. If the systemic resistance changes 
while the mean systemic pressure remains fixed, the slope of the curve is affected and 
the curve pivots about the mean systemic pressure point as indicated in the figure. If 
the mean systemic pressure varies while the systemic resistance remains fixed, the 
curve moves its atrial pressure intercept while retaining its slope. 

The cardiac output curve in figure 2 is found by manipulating atrial pressure and 
measuring average ventricular output flow. This curve is the flow characteristic curve 
of the heart and is often referred to as Starling's law of the heart (ref. 4). Since the 
cardiac output curve is plotted for a constant heart rate, the saturation level of this 
curve occurs due to complete filling of the ventricle during each cycle. Nervous stimu- 
lation affects the heart rate which in turn affects this saturation level as indicated in the 
figure. 

Since the average flow into the heart must equal the average flow out of the heart, 
the intersection of the two curves is the operating point. The venous return curve is re- 
tained when an artificial heart is used, but the cardiac output curve is replaced by the 
artificial heart's characteristics. 
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Reference 5 compares the variation in cardiac output caused by nervous stimulation 
to the variation caused by shifts in the venous return curve. This reference points out 
that the dominant factor in the regulation of cardiac output is the venous return curve. 
This can be seen by inspection of the curves of figure 2. The venous return curve is 
relatively flat with variations in atrial pressure. The cardiac output curve, however, is 
quite steep. Thus a small change in the slope or intercept of the venous return curve 
can have a greater effect on the system flow rate than a change in the cardiac output 
curve. 

For an artificial heart having a fairly steep but fixed cardiac output curve, any 
change in body demands for more or less blood flow will appear as a change in the sys- 
temic resistance. This change alters the venous return curve and seeks a new operat- 
ing point at the intersection of the fixed cardiac output curve of the artificial heart and 
the new venous return curve presented by the systemic circulation. This makes it pos- 
sible to take advantage of the inherent regulation provided by the circulatory system. 

Venous return regulation also tends to maintain the proper blood volume balance be- 
tween the systemic and pulmonary circulations. A change in blood volume in the pulmon- 
ary system will change its venous return pressure to the left heart, thus affecting the 
mean pulmonary pressure and shifting the venous return curve along the atrial pressure 
axis as was indicated earlier with a change in mean systemic pressure. This shift in 
the venous return curve produces a change in the cardiac output of the left ventricle that 
tends to bring left atrial pressure back toward the original operating point, thus shifting 
blood volume in or out of the pulmonary circulation to maintain a steady- state equilib- 
rium of blood volume distribution in the body. 

These average characteristics of the heart as illustrated by the curves of figure 2 
are termed quasi- steady- state since they occur over a number of heart beats. 


PNEUMATIC HEART CONFIGURATION 

The pneumatic sac-type artificial hearts consist of a rigid outer casing which houses 
a flexible diaphram or sac as shown in figure 3. The blood side of the sac has two check 
valves, much like the natural heart, to maintain unidirectional flow. These valves can 
be similar in design to any of those being presently used clinically for surgical valve re- 
placements (ref. 6). 

When the outer housing is filled with compressed air the sac ejects blood out the 
outflow valve. Then a vacuum is applied to exhaust the compressed air and fill the sac 
through the inflow valve. Thus, a pulsatile flow and pressure is produced that can sim- 
ulate the flow and pressures of the natural heart. 


4 


I 


Such a heart could be driven by a simple on-off pneumatic valving arrangement 
(refs. 7 and 8) which provides square wave approximations to ventricular pressure. For 
initial studies, however, it is desirable to be able to program the ventricular pressure 
waveform to determine the effects of various waveshapes on the circulatory system. 


CONTROL CONCEPTS 

It may not be necessary for a practical artificial heart system to exactly duplicate 
all of the functions of the natural heart. Yet, if early artificial heart research experi- 
ments fail because of limited capabilities of the driving system, the reason for failure 
may be difficult to determine because changes cannot be made to the driving parameters. 
Thus, successive experiments can fail for identical reasons. 

To avoid such failures, the driving system and its subsidiary control system should 
be designed to have maximum flexibility. This overall system could be used to investi- 
gate various control concepts, and therefore, eliminate those which appear to be unes- 
sential. This section discusses the control concepts used as the basis for the driving 
system design described in this report. 


Instantaneous Waveform Considerations 

As shown in figure 1 the pressure experienced in the aorta of a circulatory system 
with a natural heart is nearly equal to that in the ventricle during the time the outflow 
valve is open. The waveform of this pressure and its duration may be important to 
proper long term functioning of the circulatory system. To determine the relative im- 
portance of the pressure waveform in the artificial heart, the driving system was de- 
signed to provide control of this waveform, allowing the operator to program any de- 
sired waveshape. This was accomplished by driving a closed loop pneumatic servovalve 
driven by an electronically produced voltage waveform. This voltage waveform can be 
programmed to produce the desired pressure waveform at the servovalve. 

The ability of an artificial heart driving system to achieve physiological waveforms 
of output blood flow rate is complicated by the pressure drops across the pneumatic 
tube and the artificial heart’s check valves. In the sac heart the instantaneous blood 
flow rate requires an approximately equal air flow rate. An additional flow requirement 
arises due to the need for compressing the residual volume of gas in the air chamber of 
the artificial heart. If the pressure waveform is modified at the artificial heart driving 
line, these high air flow requirements can be met to obtain the desired blood flow wave- 
form. 
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The extent to which the input pressure waveform has to be modified is considerable. 
This comes about in part due to the large pressure drop across most artificial heart 
valves at peak instantaneous flow conditions. This can be explained with the aid of fig- 
ure 1. It is noted that at resting conditions the duration of outflow or systole is approx- 
imately one-third of the period of one heartbeat. For the natural heart the flow wave- 
form is somewhat triangular shaped with a peak value of about eight times the average 
blood flow rate. This would correspond to a peak instantaneous value of 40 liters per 
minute (670 cm /sec) at resting conditions. A typical artificial heart valve in its open 
condition behaves like an orifice; thus, the pressure drop across the valve is propor- 
tional to the square of the flow rate through the valve. An extrapolation of the informa- 
tion in reference 6 shows that the ball valves and disk valves tested would produce pres- 
sure drops of about 50 mm Hg (0.67 N/cm ) at a flow rate of 40 liters per minute 
(670 cm^sec). 


Quasi-Steady-State Regulation Considerations 

An artificial heart system should provide a reasonable degree of regulation of blood 
flow rate averaged over a period of several heartbeats. As indicated in the physiology 
section, regulation of blood flow rate can be largely accomplished by the body’s adjust- 
ment of venous return pressure. This requires a relatively steep cardiac output curve; 

O 

specifically, slopes of approximately 5 and 1 liter per minute per mm Hg (6.2x10 and 
3 5 

1.2x10 cm /(N)(sec)) are typical of the natural right and left hearts in the region of the 
operating point. 

Reference 5 shows that many artificial heart systems unfortunately produce a nearly 

flat flow versus pressure characteristic. For a sac-type heart driven by a solenoid 

2 

valve-timer system, which supplies 260 mm Hg gage (3. 5 N/cm gage) on systole and 

2 

-2 mm Hg gage (-0.03 N/cm gage) on diastole, slopes of 0.12, 0.15, and 0.40 liter per 
minute per mm Hg (150, 190, and 500 cm /(N)(sec)) were observed when ball valves, tear 
drop valves, and leaflet valves, respectively, were used. The best sensitivity obtained 
was only one-twelfth that of the natural right heart. This condition can arise from the 
relatively higher flow resistance of the artificial heart's valves, from the stiffness of 
the plastic or rubber blood pumping diaphram, and from slow evacuation of the air cham- 
ber through a high resistance air line. 

In the case of this driving system, provision was made for correcting these defi- 
ciencies by feeding back atrial pressure to adjust the amplitude of the air pressure fed 
into the artificial ventricle. As atrial blood pressure increases, air pressure during 
diastole is reduced until the pressure difference across the inflow valve is great enough 
to force in the necessary blood volume. Air pressure is also increased during systole 
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as necessary to discharge this increase blood volume through the outflow valve. 

Adequate quasi- steady- state control of pneumatic sac-type artificial hearts is com- 
plicated by two additional problems - pressure referencing and position balancing. 

For an artificial heart system that is driven from outside the chest a difficulty can 
arise from the fact that thoracic pressure fluctuates from about -7 to -15 mm Hg gage 
(-0.09 to -0.20 N/cm gage) during each cycle of breathing. This pressure is trans- 
mitted through the flexible walls of the larger veins to the atrial pressure. Thus, the 
pressure axis of the curve of figure 2 must be regarded as a differential pressure ref- 
erenced to thoracic pressure. In case an artificial heart system could be built which, 
like the natural heart, is sensitive to atrial pressure by simple hydraulics but had its 
driving pressures referenced to atmospheric pressure, this could become a problem. 

It can be seen from figure 2 that a fluctuation of ±4 mm Hg (±0.05 N/cm ) in effective 
atrial pressure would cause the heart to alternate between cutoff and saturation during 
each cycle of breathing. In the case of this driving system none of the artificial hearts 
used had a high enough sensitivity to atrial pressure through simple hydraulics to cause 
this kind of problem. Since atrial pressure sensitivity was achieved on a quasi-steady- 
state basis by the use of an electronic pressure transducer, the problem could be mini- 
mized by slowing the fed back signal with a low pass filter. Thus, the fluctuations in 
atrial pressure were averaged over several cycles of breathing. 

The nature of a fluid actuated sac or piston type blood pump creates an additional 
driving system problem that cannot be overlooked. When the sac-type heart, as illus- 
trated in figure 3, is subjected to a pulsating pneumatic pressure, the average position 
of the flexible membrane depends on the average level of the pressure waveform. If 
this level is too high the sac remains collapsed nearly all the time. This tendancy 
for the sac to drift to one end of its stroke results in a reduction of pumping action. 
Therefore, average sac position was sensed and used to control the average pressure 
level to the artificial heart. This control loop assured that the average sac position did 
not drift from a specified set point. 


DRIVING SYSTEM DESIGN 

A first pneumatic artificial heart control system was built by NASA engineers and 
used at the Cleveland Clinic starting in 1961 (ref. 9). As experience with the first sys- 
tem was acquired some of its specific deficiencies became apparent. The system did 
not permit automatic adjustment of pressure amplitude or pulse rate in response to sen- 
sed physiological parameters. Meanwhile off-the-shelf equipment had become available 
which could be employed to make a better artificial heart control system. A decision 
was reached to build a second electronically controlled system. 
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Functionally, the second control system design can be represented by the block dia- 
gram of figure 4o It consists of a function generator that produces two electrical output 
voltages and two pressure servomechanisms that convert these voltages to pneumatic 
pressures for driving the two chambers of an artificial heart. Within the capabilities of 

the pressure servos they could produce an output pressure proportional to their input 

2 

voltage. A typical gain factor might be 10 mm Hg (0. 13 N/cm ) per volt. Thus a 14- 

2 

volt input would produce 140 mm Hg (1.9 N/cm ) pressure at the output. The pressure 
servos employ servovalves specifically designed for this low pressure pneumatic appli- 
cation. 

Three independent types of manual adjustments (level, amplitude, and waveform) 
can be made for each channel. The pulse rate adjustment, which is also manual, is 
common for both channels. 

In normal operation the function generator operates in a free run mode at a fixed 
frequency, for example, 60 beats per minute. This can be adjusted manually to a higher 
or lower rate. Desired waveforms of left and right pressure are set up with a matrix of 
potentiometers for each waveform. These waveforms can be modified while the function 
generator is cycling. 

An analog computer is used to automatically control the amplitude and level of the 
pressure waveform when the system is operated in the automatic mode. This computer 
is used to provide feedback path summing, amplification, intergration, and multiplica- 
tion as shown in figure 4. The possibility for automatic control of pulse rate is provided 
by using analog amplifiers apart from the computer (not shown in fig. 4). The only man- 
ual inputs are the left and right waveform adjustments. 

Thus figure 4 represents one way of using the computer controlled driving system. 

It could be programmed in a short time to be used in several other ways. This system 
also employs a third redundant pressure servo which can be switched on automatically 
if needed as a substitute for the left or right channel. This is not shown in the block dia- 
gram. 


Function Generator 

It is desired that the function generator provide two output voltages of completely 
arbitrary waveform with manual adjustment of left and right waveform and automatic or 
manual adjustment of pulse rate. It is further desired that, as pulse rate is increased, 
the ratio of the duration of systole to that of diastole would change in a physiological 
manner, that is, that pulse rate would increase mainly by decreasing diastolic duration. 

The entire control system is displayed in figure 5. The function generator can be 
seen located in the lower portion of the computer console. The function generator is an 
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all electronic unit which provides two completely arbitrary output waveforms as desired 
but it permits only manual adjustment of pulse rate. 

The function generator consists of two diode matrices, each containing 50 diodes. 
Thus, there are 50 potentiometers for each channel. A digital ring counter sequentially 
forward biases the diodes in both matrices so that the voltages set by the potentiometers 
sequentially appear at the output. Thus the output voltage from each channel is a stair- 
step function of 50 steps. The steps are of equal length with variable amplitudes. The 
sweep rate is controlled by an RC timing network which is varied by an 11 position 
switch together with a vernier potentiometer. Control of sweep speed by an externally 
supplied voltage was incorporated by installing an external input voltage jack and a 
switch for selecting internal or external sweep speed. Further description of the func- 
tion generator circuitry as delivered can be found in reference 10. 

To provide a variable systolic-diastolic duration it was necessary to design a spe- 
cial purpose timing circuit. The desired variation of systolic and diastolic duration as 
a function of pulse rate is illustrated in figure 6. At 60 beats per minute a 1 to 2 ratio 
of systole to diastole is used. At 140 beats per minute a 1 to 1 ratio is used. At inter- 
mediate pulse rates the systolic and diastolic durations are changed linearly with pulse 
rate. Letting most of the increase in pulse rate occur at the expense of diastolic dura- 
tion has a simple hydraulic advantage. The pulse rate can increase with but a small 
change in peak ejection blood velocity. 

To implement the characteristic of figure 6 the first 20 increments were assigned to 
systole and the last 30 to diastole. This required that the systolic sweep rate, in gen- 
eral, be different than the diastolic sweep rate. Therefore the control voltage for the 
first 20 increments had to be different from the control voltage for the next 30 incre- 
ments. Both control voltages are linear functions of the pulse rate control voltage as 
dictated by figure 6. 

To accomplish the modification in sweep rate, five small, transistorized analog op- 
erational amplifiers were rack mounted in the computer console (fig. 5) above the func- 
tion generator. Three of these were used for the timing circuit. This is illustrated in 
figure 7. The rate control voltage was applied at the inputs to amplifiers A2 and A3. A 
synchronizing signal was received from the function generator when the first 20 incre- 
ments were being swept. This caused the relay to be energized when the last 30 incre- 
ments were being swept. By proper adjustment of the three potentiometers the desired 
linear relationships of systolic and diastolic sweep speed as a function of pulse rate were 
generated. The other amplifiers in figure 7 were used as first-order lag filters to 
smooth the stepwise output of the function generator. Thus the individual steps did not 
appear at the outputs. 
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Servovalve 


A survey of off-the-shelf hydraulic and pneumatic servovalves was made to locate 
a unit which would satisfy the requirements for driving a pneumatic sac-type artificial 
heart. These requirements are the following: 


Driving line length, ft (cm) 

Driving line inside diameter, in. (cm) . . 
At valve output: 

2 

Pressure amplitude, mm Hg gage (N/cm ). 

Frequency response, Hz 

At heart chamber: 

2 

Pressure amplitude, mm Hg gage (N/cm ) 

Frequency response, Hz 

2 2 

Maximum orifice flow area, in. (cm ) . . . 


6 (180) 

3/16(0.48) 

±250 (3.3) 

0 to 30 at ±3 db 

. . . 120 to -50 (1.6 to -0.7) 

0 to 10 at 3 db 

0. 02 5 to 0. 050 (0. 16 to 0. 32) 


The valve should operate equally well with air, CO 2 , and helium at room temperature. 
Unfortunately, no unit was commercially available which could provide operation suited 
to these requirements. Accordingly, a single-stage low pressure pneumatic servovalve 
was designed specifically for the artificial heart application. 

The resulting servovalve design illustrated in figure 8 is basically a sandwich con- 
figuration with a movable metering plate in the center. The metering plate is pivoted 
about one corner with a leaf spring. It is suspended by air bearings between two sta- 
tionary plates that are mechanically spaced a fixed distance apart, approximately 0.001 
inch (0.002 cm) clearance on either side of the metering plate. 

The metering plate is driven by a push rod connected to a commercial electromag- 
netic torque motor. This torque motor has a maximum force capability of ±13 pounds 
(±58 N) at the center position with a maximum armature stroke (at the ends of the arma- 
ture) of ±0.015 inch (±0.038 cm). The torque motor produces an output motion in direct 
proportion to the input electrical current. As seen in section B-B of figure 8, if the me- 
tering plate is moved to the right by the torque motor, air can pass from the supply pres- 
sure port to the control pressure port, thereby increasing the pressure to the heart. As 
the plate is moved to the left, air can pass from the control port to the vacuum port thus 
decreasing the pressure to the heart. 

The use of air bearings to support one end of the metering plate eliminated metal-to- 
metal contact. Thus, smooth, frictionless operation of the valve was assured. 

The servovalve also employs a means for conveniently adjusting the overlap of the 
valve. This is done by moving the hinge block in relation to the valve body. The valve 
parts were made of 416 stainless steel. This material is corrosion resistant, easily 
machinable, and sufficiently hard for grinding or lapping. The valve parts were 


10 



stabilized by thermal cycling before being ground to prevent warping over a long period 
of use. Photographs of the complete assembled and disassembled valve are shown in 
figures 9 and 10, respectively. 

A plot of steady- state flow as a function of pressure for fixed positions of the valve 
metering plate is displayed in figure 11. The metering plate positions were measured 
at the push rod; zero position was taken as the position at which there was zero control 
flow when the control pressure was zero. Negative positions correspond to the valve 
metering plate being offset in a direction to open a fixed area orifice between the vacuum 
supply and the control port. 

A closed loop frequency response curve of valve position is presented in figure 12. 
Valve position is normalized to its steady-state value. It was measured with a linear 
variable differential transformer attached to the torque motor. This signal is fed back 
to a servoamplifier along with torque motor current feedback as shown in the block dia- 
gram in figure 12. 

The valve response is flat with ±2 decibels from 0 hertz to beyond 100 hertz show- 
ing a resonant peak at about 180 hertz. Table I states that the closed loop pressure con- 
trol system must operate from 0 to 30 hertz. It appears that the valve position response 
is adequate; however, the pressure frequency response of the system will depend on the 
size and length of connecting tubing and size of the artificial heart cavity. 


Pressure Servosystem 

The pressure servosystem uses the pneumatic servovalve just described in a feed- 
back control loop as shown in the block diagram in figure 13. The system consists of a 
high gain servoamplifier, a pneumatic servovalve, and a pressure transducer. For 
simplicity the torque motor current and valve position feedbacks are not shown in this 
figure. The amplifier compares the input command voltage to the actual pressure out- 
put of the system by means of a pressure transducer. If a difference exists, the ampli- 
fier produces an output current proportional to the difference. The output current from 
the amplifier drives the servovalve which controls airflow to the heart, thus varying the 
heart pressure. This negative feedback system will cause the output pressure of the 
servovalve to track the input command voltage to the servoamplifier. The basic servo- 
mechanism can then be considered as a single block with an output pressure proportional 
to its input voltage as indicated in figure 4. 

The servoamplLfiers are mounted in the servoconsole as shown in figure 5, A pho- 
tograph of one amplifier module is shown in figure 14. Figure 15 shows the servodrawer 
removed from its cabinet. This drawer contains the servovalve assembly, the servo- 
system pressure transducers, and the related pneumatic hardware. 
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Analog Computer 


A transistorized, desktop analog computer was included in the driving system to 
provide the flexibility for a creative research investigation. This computer is seen in 
figure 5 mounted at the top of the computer console. This computer is used as delivered 
without modifications. It includes ten operational amplifiers of which four can be used 
as integrators, two multipliers, and two diode function generators. It is used to pro- 
vide the automatic adjustments of amplitude, level, and pulse rate (fig. 4) in response 
to parameters sensed in the heart's ventricle and atrium. The diode function genera- 
tors are also used to linearize the ventricular volume signals. The computer circuit 
modules are interconnected with patch cords on the problem board. This permits flex- 
ibility in closing the feedback loops . 


Quasi-Steady-State Control 

The ventricular blood volume is measured by a transducer which consists of two 
electrical coils mounted on opposite walls of the blood chamber. One of these coils is 
excited by a high frequency alternating current. A fixed frequency in the range of 3 to 
5 kilohertz is usually satisfactory. Magnetic coupling induces a voltage in the second 
coil which is proportional to the inverse square of the distance separating the coils. 
Subsequent demodulation and linearization of this voltage produces a signal proportional 
to blood volume. 

The sac position control circuit is illustrated in figure 16. The blood volume signal 
is compared to an average position command value. The difference is integrated at a 
low gain and summed with the pressure command signal. This biases the average level 
of the pressure waveform, shifting the servovalve's mean output pressure to maintain 
sac volume about the commanded set point. 

An additional benefit can be derived from sensing blood volume. Electrical differ- 
entiation, or an approximation thereof, of the instantaneous blood volume signal yields a 
signal proportional to instantaneous blood flow into and out of the ventricle. Subsequent 
averaging of the absolute value of this signal gives a voltage indicative of the average 
flow in the circulatory system. This voltage is displayed on a panel meter. With the 
use of two channels it is possible to establish an approximate flow balance between left 
and right hearts. The average flow rate voltage is also used as an alarm signal. If its 
value drops below an acceptable level the third servochannel is automatically activated. 

Figure 4 shows average atrial pressure feedbacks which are used to adjust the am- 
plitudes of the command voltages supplied to the pressure servos. Analog computer 
multipliers are used to perform the amplitude adjusting function. The averaging filters 
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in the atrial pressure feedback paths are set to transmit only slowly varying signals to 
the Y inputs of the multipliers. 

These feedbacks can be switched into the circuit at the central control panel of the 
servoconsole shown in figure 17. This panel also provides the manual controls for pulse 
rate, left and right amplitude, and left and right level. 


RESULTS AND DISCUSSION 

The complete system was tested with sac hearts in a mock circulatory system filled 
with water (ref. 11). Atrial pressure was increased by raising the height of the venous 
return reservoir for the left heart. With the computer controlled driving system pro- 
grammed in the configuration shown in figure 4 it was possible to determine its respon- 
siveness to atrial return pressure. In this mode of control, increasing average atrial 
pressure causes an increased voltage input to the multipliers in series with the function 
generator output. This increases the amplitude of the pulsatile voltages applied to the 
pressure servos. The variation of water flow rate with atrial pressure for the left heart 
is shown in figure 18. The heavy curve shown is the normal curve for the natural left 
heart. The curves with circles were obtained by adjusting the gain of the amplifier 
shown in figure 4. 

It is noted that, as was reported in reference 5, with a low value of atrial pressure 
feedback gain the artificial heart is relatively insensitive to atrial pressure. With a 
feedback gain of 0. 3 the sensitivity of the artificial heart is approximately 0.25 liter per 
minute per mm Hg(310 cm /(N)(sec)). Increasing the feedback gain to 0. 5 increases 
the artificial heart’s sensitivity to that of the natural left heart. When the gain is in- 
creased to 2. 5, the sensitivity of the artificial heart becomes approximately 4. 5 liters per 

3 5 

minute per mm Hg (5.6x10 cm /{N)(sec))or approximately that of the natural rightheart. 

The curves of figure 18 can be translated horizontally by adjusting the average atrial 
pressure command voltage shown in figure 4. With this adjustment the 0. 5 curve could 
be made to coincide closely with the normal curve for the left ventricle. 

The computerized driving system has since been used in a variety of artifical heart 
investigations. Results obtained in this work have been reported in the medical litera- 
ture in references 5 and 12 to 15* A comparison of the computerized driving system to 
other available driving systems showed that the computerized system is the only system 
capable of achieving the high sensitivity to atrial pressure required for proper regula- 
tion of the artificial heart. This sensitivity can be further augmented by the use of in- 
tegral and Integral plus proportional control. Use of this driving system has also been 
extended to bypass pumping where the bypass pump was controlled by atrial pressure to 
support a failing heart. Such control results in a composite cardiac output curve which 
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is composed of the failing heart’s cardiac output curve and the bypass pump's output flow 
as a function of atrial pressure curve. 

In one case a stability problem was encountered where the atrial pressure control 
oscillated at about 0.26 to 0.05 hertz at low atrial pressures. These oscillations were 
attributed to the nonlinear pressure-volume characteristic's of the artificial atrium used 
for that investigation. This problem could be avoided by compensating for nonlinearities 
with the control system or by redesigning the artificial atrium. In another case the 
pressure wave shaping capability of the computerized driving system has been used to 
study the possibility of paired pulse driving pressures, resulting in increased stroke 
volume and cardiac output flow from an artificial heart. 


CONCLUDING REMARKS 

Based on known physiological information, the pneumatic servosystem described 
herein was designed and developed to drive an artificial heart in a manner to reproduce 
the pumping and flow regulating functions of the natural heart. 

The system was tested for servovalve frequency response and atrial pressure sen- 
sitivity. The specially designed servovalve exhibited a position response beyond 100 
hertz, which is considered acceptable for reproducing the appropriate pressure wave- 
forms required at the artificial heart. The system also was able to produce sufficient 
atrial pressure sensitivity to duplicate the Starling's law type of curves found in the na- 
tural heart. Any drift in the average position of the artificial pumping chambers was 
automatically controlled, thus providing added reliability and repeatability for the pneu- 
matic sac heart design. 

This system has proven to be a useful and versatile research tool by providing many 
control possibilities through the use of an analog computer. Future work with such a 
system will help to further define the requirements for totally replacing the heart with a 
mechanical pump. 

Lewis Research Center, 

National Aeronautics and Space Administration, 

Cleveland, Ohio, October 13, 1970, 

720-03. 
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Figure 1. - Circulatory system. 
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Figure 2. - Typical cardiac output - venous return curves for the natural heart. 
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Figure 3. - Sac-type pneumatic artificial heart. 
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Driving system with waveform and quasi-steady-state feedback control 
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Figure 4. - Block diagram of driving system, artificial heart, and circulatory system. 
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Figure 5. • Computer controlled artificial heart driving system. 




Figure 6. - Systoiic and diastolic periods as functions of 
pulse rate. 
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Figure 7, - Analog circuits for function generator modification. 
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Figure 10. *- Disassembled servovalve and mounting manifold 
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Figure 11, - Servovalve steady-state performance. Pressure supply, 30 psig (21 N/cm^ gage); 
vacuum supply, -12 psig (-8 N/cm^ gage). 
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Figure 12. - Closed loop frequency response for servovalve position. 



Figure 13. - Basic pressure servomechanism. 
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Figure 16. - Position balance and average flow rate circuits. 
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Figure 17. - Central control panel. 
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Figure 18. - Cardiac output curves obtained with automatic amplitude and level control. 
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